Inflow graft interruption as a simple method for left ventricular assist device removal after successful bridge to recovery.
In this report we provide another method of ventricular assist device separation by simply transecting the inflow graft of a Heart Mate II LVAD without the need of dissecting the left ventricular apex for cases of myocardial recovery.